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ABSTRACT 
We present a novel concept for optical beam guidance 
by total internal reflection (TIR) at V-grooves as retro 
reflectors which are monolithically integrated on a 
microfluidic “lab-on-a-disk”. This way, the optical path 
length through a measurement chamber and thus the 
sensitivity of colorimetric assays is massively enhanced 
compared to direct (perpendicular) beam incidence. 
With this rugged optical concept, we determine the 
concentration of hemoglobin (Ha) in human whole 
blood. Outstanding features are a high degree of 
linearity (R2 = 0.993) between the optical signal and the 
Hb together with a reproducibility of CV= 2.9 %, and a 
time-to-result of 100 seconds, only. 
Keywords: hemoglobin, colorimetric assay, centrifugal 
micro fluidics 
1NTRODUCTION 
The transfer of clinical diagnostics to point-of-care 
applications is subject of various efforts concerning 
scientific aspects [ I]-[5] as well as commercialization 
[6][7]. To meet the requirements of clinical diagnostics, 
so-called “lab-on-a-chip” or “micro total analysis” 
systems (pTAS) which feature a hll process integra- 
tion, reduced consumption of sample and reagents as 
well as short time-to-result and ease of handling are the 
most prominent candidates. 
Among these “lab-on-a-chip’’ systems, we here consider 
centrifugal “lab-on-a-disk” technologies which exploit 
centrifugal and capillary forces for sample preparation, 
flow control in order to run fhlly process integrated 
assays 171-[9]. Numerous lab-on-a-disk products have 
already been launched [ lO]-[lZj. 
More precisely, we focus on the implementation of a 
disk-based, colorimetric hemoglobin assay. The Hb is 
defined as the amount of the protein hemoglobin in the 
erythrocytes with respect to the total blood volume. It is 
one of the most relevant markers in clinical diagnostics 
and routine blood screening, indicating, for instance, 
certain diseases (polycythemia vera, chronic hypoxia), 
genetic defects (thalessemia), and severe physiological 
conditions (blood loss, dehydration). 
COLORIMETRIC ASSAY ON-DISK 
Colorimetric assays are based on the measurement of 
the intensity I of a probe beam of an incident intensity lo 
after passing the measurement chamber containing the 
analyte solution. According to the law of Beer-Lambert, 
the optical density (or absorbance) 
linearly depends on the molar extinction coefficient E of 
the products, the initial Hb, and the optical path length 
labs through the measurement chamber. 
In our novel approach, the optical beam of a standard 
laser diode (hpcak= 532 nm) [I31 impinges perpendicular 
to the flat upper side of the disk. Via total internal re- 
flection (TIR) at the side facet of the triangular V- 
groove which is embedded into the reverse side of the 
chip (Fig. 1), the beam i s  then deflected by 90” into the 
plane of the flat measurement chamber. To ensure TlR, 
the angle of incidence cy has to exceed the critical angle 
(2) a, = sin-’ nair LOC 1 
which is governed by the refractive indices of the poly- 
mer substrate ncoc= 1.5 and the surrounding air nair. 
After passing the measurement chamber, the attenuated 
beam is reflected at another V-groove towards a 
spectrophotometer [ 141. 
With this setup, the optical path length is appreciably 
extended to labs = 5 mm compared to the maximum path 
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length of about 1 mm which can be realized for direct 
perpendicular incidence on typically flat microfluidic 
chias. 
' 1  f, 
02 a 
direct i incidence: ~ measurement chamber I I 
T TIR setup: labs = 5 mm 
Fig. 1 Concept for an integrated optical beam guid- 
ance by total internal reflection (TIR). Next to 
the measurement chamber, integrated V- 
grooves act as retro reflectors to deflect the 
beam by 90" into the disk-plane. After passing 
the measurement chamber, the attenuated 
probe beam is reflected and then measured by 
a detector positioned above the disk. To ensure 
TIR, the incident angle a must be larger than 
the critical angle cr, = 4 1 * govemed by the re- 
fractive indices of the polymer ncOc = I .5 and 
air nair (equation 2). 
BIOCHEMICAL CONCEPT 
In our colorimetric reaction scheme, Hb is directly 
quantified in an untreated human whole blood sample 
where it reacts with sodium lauryl sulfate (SLS) dis- 
solved in a detergent. Compared to the reference 
method for Hb-determination [ 181 using cyanide, the 
non-toxic SLS-method [ 191 is advantageous for point- 
of-care applications. 
The reagents ( Vr = 98 pL) first lyse the erythrocytes of 
thc blood sample (Vsample = 2 pL) and thcn oxidize the 
heme-groups (Fe") of the released hemoglobin to 
methemoglobin (Fe3?: 
Hemoglobin (Fezt 1 sLs + Methemoglobin (Fe3' 
Lysing & Oxidation 
In contrast to hemoglobin located in the erythrocytes, 
the released methemoglobin exhibits a distinct ab- 
sorption band matching the emission of the laser diode 
(Fig. 2). 
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Fig. 2 Characteristic absorption spectra of processed 
blood with Nb at two different concentrations. 
A distinguishable side maximum is located 
near the wavelength of the probe laser 
(A,,'cak = 532 nm). 
ASSAY PROTOCOL 
In our lab-on-disk concept, the hydrodynamic actuation 
is delivered by the reusable and robust macroscopic 
centrifuge drive. On the other hand, the microstructured 
disk which is made of Cyclic Olefin Copolymer (COC) 
in the format of a conventional data CD features passive 
microstructures, only. It can hence be fabricated in a 
very economic fashion. In our prototyping technology, 
microfluidic and optical elements are micromachined 
into the disk. Next, the surface is hydrophilized and 
coated by a dip-coating process with PetOx (poIy(2- 
ethyl-2-oxazoline) dissolved in methanol to prevent 
from protein-adsorption. 
The frequency protocol .it) (Fig. 3) which conducts the 
assay comprises an initial ramp-up to a maximum fre- 
quency v,, = 20 Hz for transporting the sample and the 
reagent mixture into the measurement chamber. To 
enhance the diffusion-limited speed of the reaction, we 
then apply our previously developed "shake-mode", i.e. 
a frequent change of the sense of rotation between rhe 
maximum v,, = 8 Hz at an acceleration ramp 
dvidt= 32 Hz / s [20][21]. Within one second, the disk 
goes through a complete clockwise and counter- 
clockwise revolution. After an 80-second period of such 
inertially induced mixing and reacting, the optical 
density OD is measured at constant spinning 
( vdet = 8 Hz) to eventually quantify the Hb (equation 1 ) .  
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Fig. 3 Frequency protocol v (t) to perform an on-disk 
hemoglobin-assay within a time-to-result of 
100 s .  ( 1 )  After the sample and the reagents are 
loaded into the inlet reservoirs, the disk is spun 
to transport the liquids into the measurement 
chamber. (2) While applying the “shake- 
mode”, convective currents are induced to ac- 
celerate mixing, lysing of the erythrocytes, and 
the oxidation of the hemoglobin. (3) The assay 
result is quantified under constant spinning. 
RESULTS 
According to the predictions of Poisson statistics, it is 
beneficial to keep the signal level I of a detector at the 
upper limit of its working range because the CV i s  pro- 
portional to (&)-’. This way, the appropriate adapta- 
tion o f  the integration time T, which is proportional to I 
(Fig. 4), allows to keep I rather constant, even when the 
OD increases with higher Hb. 
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Fig. 4 Calibration curve of the spectrophotometer at 
1 = 532 nm. The recorded curve features an 
excellent linearity (R2 = 0.999997). 
The disk-based experiments are calibrated by a series of 
optical density measurements with a standard sample at 
known Hb [22]. With increasing Hb, the integration 
time  is doubled twice to elevate the output signal (Fig. 
5, A). The displayed absorption characteristics clearly 
comply with the law of Beer-Lambert (equation 1). We 
obtain a CY of 2.9 %, a lower limit of detection of 
H&,= 0.29 g/dL together with a high resolution 
(AHb = 0.38 gidL) and a good linearity between the 
hemoglobin concentration and the optical signal 
(R2 = 0.993) (Fig. 5, B). Additionally, by adapting T, the 
CY was improved from 5 % at constant z to less than 
3 %. 
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Fig, 5 Results of the Hb determination: (A) The inte- 
gration time r o f  the spectrophotometer is 
increased in discrete steps (T, 22, 42) to keep 
the output signal I of the detector in the upper 
of the working range (i. e., lower than 55,000 
counts), (B) The conglomerate calibration 
curve is obtained by successive dilution of a 
calibrated sample. , 
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CONCLUSION AND OUTLOOK 
We introduced a chip-based, non-invasive read-out 
method for common colorimetric assays with a conven- 
tional laser diode and detector. The method is based on 
the total internal reflection (TIR) at monolithicaIly inte- 
grated beam-guidancc structured in a possibly dispos- 
able polymer substrate. 
The principle is implemented by means of designated 
microstructures and spinning protocols on our centri- 
fugal lab-on-a-disk platform. We succcssfi.~lly demon- 
strated the direct quantification of hemoglobin in whole 
blood. 
In the future, the Hb-assay will be combined with other 
colorimctric assays at different probe wavelengths [ 151 
or even fluorescence immunoassays (FIA) [I61 in one 
read-out device for disk-based point-of-care applica- 
tions [17]. 
ACKNOWLEDGEMENTS 
The authors are grateful to the partial support by the 
Ministry of Science, Research and the Arts of the Ger- 
man fedcral state of Baden-Wiirttembcrg (contract 24- 
720.43 1+1-7/2) and the good cooperation with HSG- 
IMIT [27J, Lars Pastewka, the Lab for Chemistry and 
Physics of Interfaces [28], and Jobst-Technologies [29]. 
REFEKENCES 
Sia, S.; Linder, V.; Parviz, B.; Siegel, A.; White- 
sides, G. Angew, Chew Int. 2004,43,498-502. 
Vilkner, T.; Janasek, D.; Manz, A.  Anal. Chem. 
Ducree, J.; Zengcrle, R. FhwMup - MicroJuidics 
roadmap for the lve sciences, 2004, Books on De- 
mand GmbH: Norderstedt, Germany, ISBN 3- 
8334-0744- I ,  wwwmicrofluidics-roadmap.com. 
Reyes, D.; Iossifidis, D.; Auroux, P.; Manz, A. 
Anal. Chem., 2002,74,2623-2636. 
Auroux, P.; Reycs, D.; Iossifidis, D.; Manz, A. 
Anal. Chem., 2002,74,2637-2652, 
Examples in point-of-care diagnostics. Carcside 
Analyzer', Careside lnc, USA; Biosite" Biosite 
Inc., France; Pclikan SunTM of Pelikan Technolo- 
gies Inc., USA; Chempaq Analyzer, Chempaq AIS, 
Denmark; i-STAT Portable CIinical Analyzer, i-  
STAT Corp., USA. 
Schembri, C.; Burd, T.; Kopf-Sill, A.; Shca, L.; 
and Braynin, B., Journal of Automutic Chemistty, 
Puckett, L.; Dikici, E.; Lai, S.; and Madou, M. 
Anal. Chem., 2004,76,7263-7268. 
Ekstrand, G.; Holmquist, C.; Orleforn, A. E.; Hell- 
mann, B.; Larsson A.; and Andersson, P. Pmc. 
pTAS2000 conference, 2000,311-314. 
2004,76,3373-3386. 
1995, 17 (3), 99-104. 
[ I O ]  LabCDTM, Tecan Group Ltd., Switzerland, 
www .tecan.com. 
[ 1 I ]  Gyrolab Bioaffy CD, Gyros AB, Sweden (formerly 
Pharmacia Inc., USA), www.gyros.com. 
[ I  21 Piccolo, Abaxis Inc., USA, www.abaxis.com. 
1131 Flexpoint 532nm, Laser Components IG, Inc., 
USA, www.laser-components.com. 
[ 141 UViVIS Microspectrometer, Boehringer lngelheim 
Microparts AG, Germany, www.microparts.de 
[l5] Grumann, M.; Moser, I.; Steigert, J.; Riegger, L.; 
Geipel, A.; Kohn, C.; Urban, G.; Zengerle, R.; and 
DucrCe, J. Proc. IEEE-MEMS 05,2005, 108-1 1 1 .  
1161 Grumann, M,; Riegger, L.; Nann, T.; RiegIer, J.; 
Ehlert, 0.; Mittenbiihlcr, K.; Urban, G.; Pastewka, 
L.; Brenner, T.; Zengerle, R.; and Ducree, J. Pruc. 
Transducers 05 conjerence, 2005. 
[ 171 Ducrie, J.; Brenner, T.; Grumann, M.; Bessler, W.; 
Stelzle, M.; Messner, S.; Nann, T.; Ruhe, J.; 
Moser, I.; Zengerle, R. Bio-Disk - A Centrifugal 
Pia form ,for Integrated Point-of care Diagnostics 
on Whole Blood, 2003, www.bio-disk.com. 
[18] World Health Organization 20fh Report of the 
WHO Expert Committee, 1968, ISBN 92-4- 
[ 191 HB 342, DiagIobal GmbH; Germany, 
www.diagloba1 .de. 
[20] Grumann, M.; Geipel, A.; Riegger, L.; Zengerle, 
R.; and Ducree, J. Lab an a Chip, 2005, accepted 
for publication. 
[21] Grumann, M.; Geipel, A.; Zengerle, R.; and Duc- 
rCe J. Proc. pTAS 04 conference, 2004,593-595. 
[22] HEM QS - N, Diaglobal GmbH, Germany, 
www.diaglobal.de. 
[23] Brenner, T.; Haberle, S.; ZengerIe, R.; and Ducree, 
J. Proc. pTAS 2004 conference, 2004, 566-568. 
1241 LabCDTM, Tecan Group Ltd., Switzerland, 
www.tecan.com. 
[ 2 5 ]  Gyrolab Bioaffy CD, Gyros AB, Sweden (formerly 
Pharmacia Inc., USA), www.gyros.com. 
[26] Piccolo, Abaxis Inc., USA, www.abaxis.com. 
1271 HSG-IMIT, Institute for Micromachining and 
Information Technalogy, Germany, www.hsg- 
imit.de. 
[28] IMTEK, Laboratory for Chemistry and Physics of 
Interfaces, www.imtek.de/cpi. 
1291 Jobst-Technologies GmbH, Germany, www.jobst- 
technologies.com. 
120384-6. 
TRANSDUCERS'OS 
The 13th International Conference on Solid-state Sensors, Actuators and Microsystems, Seoul, Korea, June 5-9, 2005 
1109 
Authorized licensed use limited to: DUBLIN CITY UNIVERSITY. Downloaded on July 12,2010 at 13:15:30 UTC from IEEE Xplore.  Restrictions apply. 
